. controls). In a propensity score-matched cohort of 316 recipients of either envelope and 316 controls, the prevalence of infection was 0 (0%) and 9 (2.8%), respectively, P = 0.004. When limited to 122 TYRX TM -A recipients and 122 propensity-matched controls, the prevalence of CIED infections was 0 (0%) and 5 (4.1%), respectively, P = 0.024.
Introduction

Cardiac implantable electronic device (CIED) infections have emerged as important complications of CIED pro-
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cedures. CIED infections can be exceedingly difficult to treat, usually necessitating complete CIED system removal, and are associated with increased morbidity, mortality, and healthcare costs. [1] [2] [3] [4] Perioperative strategies to prevent CIED infections are particularly important, since inoculation often occurs as a result of bacterial seeding of the operative site (incision, device pocket, capsule, and/or CIED components) at the time of device implantation. 5 Among patients undergoing CIED procedures, the nonabsorbable version of the TYRX TM antibacterial envelope has been associated with a low prevalence of CIED infections. [6] [7] [8] [9] A new bio-absorbable version of the envelope is now commercially available, but its efficacy at preventing CIED infections is unknown. We hypothesized that the bio-absorbable TYRX TM -A antibacterial envelope is associated with a low prevalence of CIED infections, similar to what has been observed with the nonabsorbable envelope. To test our hypothesis, we conducted a retrospective cohort study comparing the prevalence of CIED infections in subjects treated with the bio-absorbable envelope, the nonabsorbable envelope, and control subjects who underwent a CIED procedure but did not receive an envelope.
Methods
Study Subjects
All patients age ࣙ18 years who had an antibacterial envelope implanted at Vanderbilt University Medical Center based on our institutional guidelines for use (see below) were included in the study. Nonabsorbable (TYRX  TM ) envelope  recipients underwent implantation between November 12,  2009 and June 20, 2014, whereas bio-absorbable (TYRX  TM -A) envelope recipients underwent implantation between October 11, 2012 and June 30, 2014. The control population included adult subjects with ࣙ2 risk factors for CIED infection who had a device implanted between June 24, 2005 and May 24, 2010 without an antibacterial envelope. Control subjects underwent their index CIED procedures prior to the widespread use of antibacterial envelopes at our institution. Controls were derived from the Vanderbilt University Medical Center Synthetic Derivative, a de-identified, timeshifted, and previously validated version of the electronic medical record. 10, 11 The study protocol was approved by Vanderbilt University's institutional review board and found to be exempt from requiring individual informed consent.
After the TYRX TM envelopes became commercially available, we developed institutional guidelines for their use in patients undergoing a CIED procedure who had ࣙ2 of the following previously described risk factors for infection: diabetes mellitus (history of diabetes or use of glycemic control agents), chronic kidney disease (serum creatinine ࣙ1.5 mg/dL at the time of implantation), systemic anti-coagulation (heparin, warfarin, or a novel oral anticoagulant), chronic daily corticosteroid use, fever ࣙ100.5°F or leukocytosis ࣙ11,000 WBC/µL 24 hours prior to implantation, prior documented CIED infection, ࣙ3 transvenous leads (3 lead cardiac resynchronization therapy [CRT] systems or ࣙ1 abandoned leads), pacemaker dependence, or early pocket reentry within 2 weeks of original implantation.
The control population was derived by conducting a multitiered search of the Vanderbilt University Medical Center Synthetic Derivative database. Subjects who had a CIED implanted prior to the routine use of the antibacterial envelope at our institution were selected by searching for the following Current Procedural Terminology codes: 33206, 33207, 33208, 33212, 33213, 33214, 33215, 33216, 33217, 33218, 33220, 33224, 33225, 33226, 33233, 33234, 33235, 33240, and 33249. The resulting patient records were queried for the presence of diabetes mellitus, chronic kidney disease, systemic anticoagulation, chronic corticosteroid use, fever, and leukocytosis, as defined above. The resulting records were manually reviewed for the remaining risk factors and for incident CIED infections.
Types of CIED Procedures
The index CIED procedure was defined for all subjects by chart review. This included control subjects where Current Procedural Terminology codes were used for initial screening but individual chart review was used to definitively determine procedure type. Procedure types included implantation of a single-chamber pacemaker, dual-chamber pacemaker, single-chamber implantable cardioverter-defibrillator (ICD), dual-chamber ICD, CRT pacemaker, CRT defibrillator, generator exchange, and device or lead revision. All of the CIED procedures considered as the index procedure for this study were performed at Vanderbilt University Medical Center by board-certified electrophysiologists in a dedicated electrophysiology laboratory or operating room. Patients specifically referred to Vanderbilt University Medical Center for management of a CIED infection related to a device implanted outside our facility were excluded from analysis. All subjects in the antibacterial envelope and control cohorts received perioperative antibiotics 0-15 minutes prior to skin incision. Outpatients received 1 g intravenous cefazolin, unless penicillin allergic, in which case 1 g intravenous vancomycin was used. Due to the high prevalence of antibiotic resistance at our institution, vancomycin was used as the first line agent for inpatients. Antibacterial envelopes were utilized by 9 out of 10 implanting electrophysiologists at our institution.
Ascertainment and Definition of Study Endpoints
CIED infection, the primary study endpoint, was defined as a local infection, or systemic infection (e.g., sepsis, bacteremia, or endocarditis), ascertained by individual chart review. When an infection was identified, charts were also reviewed to ascertain bacterial culture results, treatment, and outcome. Infected subjects were treated with complete CIED system explantation whenever feasible and/or systemic antibiotics. All subjects were followed for a minimum of 300 days after the index procedure.
Data Management and Statistical Analysis
All patient variables were ascertained retrospectively by chart review and entered into a secure REDCap database. 12 Group comparisons were made using nonparametric tests for continuous variables and Pearson chi-square test or Fisher's exact test for categorical variables, as appropriate. For the primary endpoint, CIED infection after a minimum of 300 days follow-up, Fisher's exact test was used to test the difference in prevalence between antibacterial envelope recipients and controls.
Given the large number of risk factors evaluated, the low number of CIED infections, and concerns about over-fitting, we were unable to use multivariable regression to adjust for individual CIED infection risk factors and other variables. 13 Rather, a propensity score for implantation of the antibacterial envelope, without regard for the primary study outcome, was calculated and used to create propensity-matched cohorts and outliers in each treatment group without an available match were excluded from further analysis. 14, 15 The first propensity-matched cohort included recipients of either the bio-absorbable (TYRX TM -A) or nonabsorbable (TYRX TM ) envelope and matching controls. The second propensity-matched cohort was limited to TYRX TM -A recipients and matching controls. The variables used for propensity score matching included age, sex, type of device, diabetes mellitus, chronic kidney disease, systemic anticoagulation, chronic steroid use, ࣙ3 leads, pacemaker dependence, fever or leukocytosis at the time of implantation, generator change or device upgrade/revision, early pocket re-entry, previous CIED infection, and length of follow-up. In addition, we conducted a time to event analysis using Cox proportional-hazards regression that included the propensity score as a variable to adjust for confounders.
Statistical analysis, including propensity score matching, was performed using SPSS for Mac (v22, IBM Corporation, Armonk, NY, USA). 
Role of the Manufacturer of the TYRX TM -A and TYRX
TM
Antibacterial Envelopes
Medtronic Inc., the manufacturer of the TYRX TM -A and TYRX TM antibacterial envelopes, did not play a role in the conception, planning, funding, conduct, or analysis of this investigator-initiated study. The authors independently made the decision to submit the study results for publication. A version of the manuscript was provided to Medtronic Inc. prior to final submission for publication to ensure appropriate use of terms and protection of intellectual property.
Results
The study cohort included 1,124 subjects with at least 2 CIED infection risk factors who underwent a CIED procedure. Of these, 135 received the TYRX TM -A, 353 received the original TYRX TM envelope, and 636 did not receive an antibacterial envelope. Baseline patient characteristics including CIED infection risk factors are presented in To address the significant differences in individual risk factors and length of follow-up between TYRX TM -A recipients, TYRX TM recipients, and controls, we performed propensity score matching. For the 1st propensity matched cohort, we matched antibacterial envelope recipients (TYRX TM -A or TYRX TM ) with controls. This resulted in a well-matched cohort of 632 subjects (Table 2) . We also matched recipients of the absorbable TYRX TM -A with controls, resulting in a well-matched cohort of 244 subjects (Table 3) .
For the entire study cohort, the prevalence of CIED infection was significantly lower among antibacterial envelope recipients than in controls: 0 (0%) for TYRX TM -A, 1 (0.3%) for TYRX TM , and 20 (3.1%) for controls (P = 0.001 for global comparison, P = 1 for TYRX TM -A vs. TYRX TM , P = 0.034 for TYRX TM -A vs. controls, P = 0.002 for TYRX TM vs. controls, and P< 0.001 for any antibacterial envelope vs. controls, Table 4 ). In a propensity score-matched cohort of 316 envelope recipients (either TYRX TM -A or TYRX TM ) and 316 controls, the prevalence of infection was 0 (0%) and 9 (2.8%), respectively, P = 0.004. When limited to 122 TYRX TM -A recipients and 122 propensity-matched controls, the prevalence of CIED infections was 0 (0%) and 5 (4.1%), respectively, P = 0.024.
We also conducted Cox proportional-hazards regression analysis and constructed Kaplan-Meier curves for CIEDfree survival in antibacterial envelope recipients and controls. After adjusting for propensity score, the hazard ratio (95% CI) for CIED infection for antibacterial envelope recipients, compared with controls, was 0.05 (0.006-0.397), P = 0.005 (Fig. 1) .
In an exploratory analysis, we analyzed the risk of CIED infection after early pocket reentry (within 2 weeks). In our total cohort of 1,124 patients, 76 had early pocket reentry (18 of Time to presentation, culture results, and outcomes of the 21 subjects who suffered a CIED infection are presented in Table 5 . Sixteen patients (76.2%) had positive blood cultures. Sixteen were treated with complete CIED system extraction. Three patients (14.3%) died within 6 months of CIED infection presentation.
Discussion
We found that in high-risk subjects with at least 2 CIED infection risk factors, the use of a new bio-absorbable antibacterial envelope (TYRX TM -A) was associated with a very low prevalence of CIED infections. The prevalence of CIED infections observed with the bio-absorbable TYRX TM -A envelope was similar to the prevalence observed with the older nonabsorbable envelope and was considerably lower than in control subjects who harbored a similar number of risk factors but were not treated with an antibacterial envelope. Our findings are clinically important because they provide evidence for the efficacy of the new bio-absorbable TYRX TM - A antibacterial envelope for preventing CIED infections in selected high-risk patients. Due to the high morbidity, mortality, and costs associated with CIED infections, prevention of these complications is critically important. Additionally, increased accountability for preventable device related complications mean U.S. hospitals may shoulder the burden of payment for costly extraction, CIED re-implantation, and treatment of CIED infection. Most CIED infections are thought to occur as a result of bacterial seeding at the time of implantation. 5 Accordingly, strategies to reduce the incidence of CIED infections have focused on keeping the implantation site sterile in the perioperative period and include intraoperative intravenous cefazolin, 16 skin preparation with chlorhexidine-alcohol, 17 intraoperative antibacterial wash solutions, and perioperative oral antibiotics. 18 Despite these therapies, the incidence of CIED infections remains unacceptably high at 1-3%, [1] [2] [3] [19] [20] [21] [22] [23] and additional strategies to reduce the rate of infections are needed. The TYRX TM -A antibacterial envelope might emerge as a first line prophylactic therapy for patients at high risk for CIED infections. Although efficacy data from randomized prospective studies of the antibacterial envelope
are not yet available, several studies have found that the use of the nonabsorbable envelope is associated with a low prevalence of CIED infection. [6] [7] [8] A recent retrospective study found that the routine use of the nonabsorbable envelope was not only associated with a significant reduction of CIED infections but was also cost-effective. 9 In addition to confirming these findings, our study provides the first clinical efficacy data on infection rates comparing subjects treated with the TYRX TM -A bio-absorbable antibacterial envelope, the nonabsorbable antibacterial envelope, and matched highrisk control subjects who were not treated with an envelope.
Several important limitations should be considered when interpreting the results of our study. As with all retrospective, nonrandomized studies, our study is prone to selection bias and unmeasured confounders. There were potentially important differences in the prevalence of CIED risk factors between antibacterial envelope recipients and controls. Potential reasons for this observation include differences in how cases and controls were selected and how data were extracted, the use of historical controls, selection bias, or other, unknown reasons. In addition, the follow-up period was significantly shorter for antibacterial envelope recipients, particularly those treated with the TYRX TM -A, than for controls. Because of concerns about over-fitting a model with the low number of events (n = 21) in our cohort, we were unable to adjust for length of follow-up, individual risk factors, and other variables with multivariable regression. Because of the low number of events, we were unable to stratify for individual CIED infection risk factors or determine their relative impact on the primary outcome. We sought to overcome many of these limitations by utilizing propensity score matching. We found that our primary results were similar in the propensity-matched cohorts and in the entire, unmatched cohort. However, it should be noted that the use of propensity score matching could introduce bias and result in over-or under-estimation of the treatment effect.
Conclusions
Among high-risk subjects with at least 2 established risk factors for infection, the use of the TYRX TM -A bio-absorbable envelope was associated with a very low prevalence (0%) of CIED related infections that was comparable to that seen with the nonabsorbable envelope. Randomized clinical trial data are needed to support more wide spread use of the antibacterial envelope.
